ACZ Laboratories, Inc. LUELT:]

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 Report

August 03, 2005

Report to: Bill to:

Bill Merrill Bill Merrill

Western Water and Land, Inc. Western Water and Land, Inc.
743 Horizon Ct. Suite 330 743 Horizon Court, Suite 330
Grand Junction, CO 81506 Grand Junction, CO 81506
Project ID:

ACZ Project ID: L52092

Bill Merrill:

Enclosed are the analytical results for sample(s) submitted to ACZ Laboratories, Inc. (ACZ) on July 07, 2005.
This project has been assigned to ACZ's project number, L52092. Please reference this number in all future
inquiries.

All analyses were performed according to ACZ's Quality Assurance Plan, version 11.0. The enclosed results
relate only to the samples received under L52092. Each section of this report has been reviewed and approved
by the appropriate Laboratory Supervisor, or a qualified substitute.

Except as noted, the test results for the methods and parameters listed on ACZ's current NELAC certificate
letter (#ACZ) meet all requirements of NELAC.

This report shall be used or copied only in its entirety. ACZ is not responsible for the consequences arising
from the use of a partial report.

All samples and sub-samples associated with this project will be disposed of after September 03, 2005. If the
samples are determined to be hazardous, additional charges apply for disposal (typically less than
$10/sample). If you would like the samples to be held longer than ACZ's stated policy or to be returned, please
contact your Project Manager or Customer Service Representative for further details and associated costs.
ACZ retains analytical reports for five years.

If you have any questions or other needs, please contact your Project Manager.

*ﬁ; 03/Aug/05

Sue Barkey, Project Manager, has reviewed and approved this report in its entirety.

REPAD.01.06.05.01
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Inorganic Analytical

/II:Z Laboratories, Inc.

2773 Downhill Drive Steamboat Springs, CO 80487(800) 334-5493 Results

Western Water and Land, Inc. ACZ Sample ID:  L52092-01

Project ID: Date Sampled:  07/06/05 14:40
Sample ID: BUTTERFLY GULLY Date Received:  07/07/05

Sample Matrix:  Surface Water
Metals Analysis
Parameter EPA Method Result Qual XQ Units MDL PQL Date
Antimony, dissolved ~ M200.8 ICP-MS U mg/L 0.0004 0.002 07/15/05 19:06 scp
Arsenic, dissolved M200.8 ICP-MS 0.0011 B mg/L 0.0005 0.003 07/15/05 19:06 scp
Arsenic, total M200.8 ICP-MS 0.0014 B mg/L 0.0005 0.003 07/21/05 10:52 jag
recoverable
Cadmium, dissolved  M200.8 ICP-MS u mg/L 0.0001 0.0005 07/15/05 19:06 scp
Calcium, dissolved M200.7 ICP 59.8 mg/L 0.2 1 07/28/05 12:52 mea
Chromium, total M200.7 ICP U mg/L 0.01 0.05 07/28/05 10:08 mea
recoverable
Copper, dissolved M200.7 ICP U mg/L 0.01 0.05 07/28/05 12:52 mea
Iron, dissolved M200.7 ICP 0.06 mg/L 0.02 0.05 07/28/0512:52 mea
Iron, total recoverable M200.7 ICP 0.29 mg/L 0.04 0.1 07/27/05 0:39 wfg
Lead, dissolved M200.8 ICP-MS U * mg/L 0.0001 0.0005 07/15/05 19:06 scp
Magnesium, dissolved M200.7 ICP 10.8 mg/L 0.2 1 07/28/05 12:52 mea
Manganese, dissolved M200.7 ICP 0.081 mg/L 0.005 0.03 07/28/05 12:52 mea
Mercury, dissolved M245.1 CVAA U mg/L 0.0002 0.001 07/27/05 14:53 jic
Mercury, total M245.1 CVAA U mg/L 0.0002 0.001 07/27/05 15:38 jic
Molybdenum, dissolved M200.7 ICP U mg/L 0.01 0.05 07/28/05 12:52 mea
Nickel, dissolved M200.7 ICP U mg/L 0.01 0.05 07/28/05 12:52 mea
Potassium, dissolved M200.7 ICP 1.4 mg/L 0.3 1 08/01/05 18:14 wfg
Selenium, dissolved M200.8 ICP-MS U mg/L 0.001 0.005 07/15/05 19:06 scp
Silver, dissolved M200.8 ICP-MS U mg/L 5E-05 0.0003 07/15/05 19:06 scp
Sodium, dissolved M200.7 ICP 1.9 mg/L 0.3 1 07/28/05 12:52 mea
Uranium, dissolved M200.8 ICP-MS 0.0064 mg/L 0.0001 0.0005 07/15/05 19:06 scp
Uranium, total M200.8 ICP-MS 0.0065 mg/L 0.0001 0.0005 07/22/05 23:33 scp
Vanadium, dissolved ~ M200.7 ICP U mg/L 0.005 0.03 07/28/05 12:52 mea
Vanadium, total M200.7 ICP U mg/L 0.005 0.03 08/01/05 13:00 wfg
Zinc, dissolved M200.7 ICP U mg/L 0.01 0.05 07/28/05 12:52 mea
Metals Prep
Parameter EPA Method Result Qual XQ Units MDL PQL Date
Total Hot Plate M200.2 ICP 07/25/05 14:34 ak
Digestion
Total Hot Plate M200.2 ICP-MS 07/15/05 10:05 jag
Digestion
Total Recoverable M200.2 ICP-MS 07/19/05 10:05 jag
Digestion
Total Recoverable M200.2 ICP 07/21/05 10:04 ak
Digestion

REPIN.02.06.05.01

* Please refer to Extended Qualifier Report for detail
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/II:Z Laboratories, Inc. L LTS EIALE]

2773 Downhill Drive Steamboat Springs, CO 80487(800) 334-5493 ReSUItS
Western Water and Land, Inc. ACZ Sample ID: L52092-01
Project ID: Date Sampled:  07/06/05 14:40
Sample ID: BUTTERFLY GULLY Date Received:  07/07/05

Sample Matrix:  Surface Water

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date
Alkalinity as CaCO3  SM2320B - Titration
Bicarbonate as 185 mg/L 2 10 07/13/05 0:00 jif
CaCoO3
Carbonate as CaCO3 U mg/L 2 10 07/13/05 0:00 jif
Hydroxide as CaCO3 U mg/L 2 10 07/13/05 0:00 jif
Total Alkalinity 185 mg/L 2 10 07/13/05 0:00 jif
Chloride M325.2 - Colorimetric U mg/L 1 5 07/20/05 23:44 erf
Hardness as CaCO3 SM2340B - Calculation 194 mg/L 1 7 08/03/05 0:00 calc
Lab Filtration SM 3030 B * 07/08/05 15:20 tam
Lab Filtration & SM 3030 B * 07/07/05 19:32 scp
Acidification
Nitrate as N, dissolved Calculation: NO3NO2 minus NO2 U mg/L 0.02 0.1 08/03/05 0:00 calc
Nitrate/Nitrite as N, M353.2 - Automated Cadmium U mg/L 0.02 0.1 07/07/05 22:26 pjb
dissolved Reduction
Nitrite as N, dissolved M353.2 - Automated Cadmium U mg/L 0.01 0.05 07/07/05 22:26 pib
Reduction
Residue, Filterable M160.1 - Gravimetric 200 mg/L 10 20 07/08/05 15:40 tam
(TDS) @180C
Residue, Non- M160.2 - Gravimetric 12 B mg/L 5 20  07/07/05 18:57 itl
Filterable (TSS)
@105C
Sulfate M375.3 - Gravimetric 20 B mg/L 10 50 07/25/05 9:47 tam
REPIN.02.06.05.01 * Please refer to Extended Qualifier Report for detail
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Inorganic Analytical

/II:Z Laboratories, Inc.

2773 Downhill Drive Steamboat Springs, CO 80487(800) 334-5493 Results

Western Water and Land, Inc. ACZ Sample ID:  L52092-02
Project ID: Date Sampled:  07/06/05 15:55
Sample ID: COAL CK UP Date Received: ~ 07/07/05

Sample Matrix:  Surface Water
Metals Analysis
Parameter EPA Method Result Qual XQ Units MDL PQL Date
Antimony, dissolved ~ M200.8 ICP-MS U mg/L 0.0004 0.002 07/15/05 19:11 scp
Arsenic, dissolved M200.8 ICP-MS 0.0012 B mg/L 0.0005 0.003 07/15/05 19:11 scp
Arsenic, total M200.8 ICP-MS 0.0011 B mg/L 0.0005 0.003 07/21/05 11:25 jag
recoverable
Cadmium, dissolved  M200.8 ICP-MS U mg/L 0.0001 0.0005 07/15/05 19:11 scp
Calcium, dissolved M200.7 ICP 10.7 mg/L 0.2 1 07/28/05 12:55 mea
Chromium, total M200.7 ICP U mg/L 0.01 0.05 07/28/05 10:11 mea
recoverable
Copper, dissolved M200.7 ICP U mg/L 0.01 0.05 07/28/05 12:55 mea
Iron, dissolved M200.7 ICP 0.09 mg/L 0.02 0.05 07/28/05 12:55 mea
Iron, total recoverable M200.7 ICP 0.88 mg/L 0.02 0.05 07/27/05 0:43 wfg
Lead, dissolved M200.8 ICP-MS U mg/L 0.0001 0.0005 07/15/05 19:11 scp
Magnesium, dissolved M200.7 ICP 1.7 mg/L 0.2 1 07/28/05 12:55 mea
Manganese, dissolved M200.7 ICP 0.006 B mg/L 0.005 0.03 07/28/05 12:55 mea
Mercury, dissolved M245.1 CVAA U mg/L 0.0002 0.001 07/27/05 14:54 jic
Mercury, total M245.1 CVAA U mg/L 0.0002 0.001 07/27/05 15:41 jic
Molybdenum, dissolved M200.7 ICP U mg/L 0.01 0.05 07/28/05 12:55 mea
Nickel, dissolved M200.7 ICP U mg/L 0.01 0.05 07/28/05 12:55 mea
Potassium, dissolved M200.7 ICP 0.6 B mg/L 0.3 1 08/01/05 18:26 wfg
Selenium, dissolved M200.8 ICP-MS U mg/L 0.001 0.005 07/15/05 19:11 scp
Silver, dissolved M200.8 ICP-MS U mg/L 5E-05 0.0003 07/15/05 19:11 scp
Sodium, dissolved M200.7 ICP 1.5 mg/L 0.3 1 07/28/05 12:55 mea
Uranium, dissolved M200.8 ICP-MS 0.0001 B mg/L 0.0001 0.0005 07/15/05 19:11 scp
Uranium, total M200.8 ICP-MS 0.0002 B mg/L 0.0001 0.0005 07/22/05 23:38 scp
Vanadium, dissolved = M200.7 ICP U mg/L 0.005 0.03 07/28/05 12:55 mea
Vanadium, total M200.7 ICP U mg/L 0.005 0.03 08/01/05 13:04 wfg
Zinc, dissolved M200.7 ICP U mg/L 0.01 0.05 07/28/05 12:55 mea
Metals Prep
Parameter EPA Method Result Qual XQ Units MDL PQL Date
Total Hot Plate M200.2 ICP 07/25/05 14:37 ak
Digestion
Total Hot Plate M200.2 ICP-MS 07/15/05 10:18 jag
Digestion
Total Recoverable M200.2 ICP-MS 07/19/05 10:10 jag
Digestion
Total Recoverable M200.2 ICP 07/21/05 10:07 ak
Digestion

REPIN.02.06.05.01

* Please refer to Extended Qualifier Report for detail
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/II:Z Laboratories, Inc. L LTS EIALE]

2773 Downhill Drive Steamboat Springs, CO 80487(800) 334-5493 ReSUItS
Western Water and Land, Inc. ACZ Sample ID: L52092-02
Project ID: Date Sampled:  07/06/05 15:55
Sample ID: COAL CK UP Date Received:  07/07/05

Sample Matrix:  Surface Water

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date
Alkalinity as CaCO3  SM2320B - Titration
Bicarbonate as 36 mg/L 2 10 07/13/05 0:00 jif
CaCoO3
Carbonate as CaCO3 U mg/L 2 10 07/13/05 0:00 jif
Hydroxide as CaCO3 U mg/L 2 10 07/13/05 0:00 jif
Total Alkalinity 36 mg/L 2 10 07/13/05 0:00 jIf
Chloride M325.2 - Colorimetric 1 B mg/L 1 5 07/26/05 22:05 kmc
Hardness as CaCO3 SM2340B - Calculation 34 mg/L 1 7 08/03/05 0:00 calc
Lab Filtration SM 3030 B * 07/08/05 15:24 tam
Lab Filtration & SM 3030 B * 07/07/05 19:41 scp
Acidification
Nitrate as N, dissolved Calculation: NO3NO2 minus NO2 U mg/L 0.02 0.1 08/03/05 0:00 calc
Nitrate/Nitrite as N, M353.2 - Automated Cadmium U mg/L 0.02 0.1 07/07/05 22:28 pjb
dissolved Reduction
Nitrite as N, dissolved M353.2 - Automated Cadmium U mg/L 0.01 0.05 07/07/0522:28 pib
Reduction
Residue, Filterable M160.1 - Gravimetric 50 mg/L 10 20 07/08/05 15:43 tam
(TDS) @180C
Residue, Non- M160.2 - Gravimetric 20 mg/L 5 20 07/08/05 15:20 tam
Filterable (TSS)
@105C
Sulfate M375.3 - Gravimetric U mg/L 10 50 07/25/05 9:48 tam
REPIN.02.06.05.01 * Please refer to Extended Qualifier Report for detail
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ACZ Laboratories, Inc. Inorganic

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 Refe rence

Report Header Explanations

Batch
Found
Limit
Lower
MDL
PCNISCN
PQL
QC
Rec
RPD
Upper
Sample

A distinct set of samples analyzed at a specific time

Value of the QC Type of interest

Upper limit for RPD, in %.

Lower Recovery Limit, in % (except for LCSS, mg/Kg)

Method Detection Limit. Same as Minimum Reporting Limit. Allows for instrument and annual fluctuations.
A number assigned to reagents/standards to trace to the manufacturer's certificate of analysis
Practical Quantitation Limit, typically 5 times the MDL.

True Value of the Control Sample or the amount added to the Spike

Amount of the true value or spike added recovered, in % (except for LCSS, mg/Kg)

Relative Percent Difference, calculation used for Duplicate QC Types

Upper Recovery Limit, in % (except for LCSS, mg/Kg)

Value of the Sample of interest

QC Sample Types

AS
ASD
CccB
ccv
DUP
ICB
icv
ICSAB
LCSS
LCSSD
LCSW

Analytical Spike (Post Digestion) LCSWD Laboratory Control Sample - Water Duplicate
Analytical Spike (Post Digestion) Duplicate LFB Laboratory Fortified Blank

Continuing Calibration Blank LFM Laboratory Fortified Matrix

Continuing Calivation Verification standard LFMD Laboratory Fortified Matrix Duplicate
Sample Duplicate LRB Laboratory Reagent Blank

Initial Calibration Blank MS Matrix Spike

Initial Calibration Verification standard MSD Matrix Spike Duplicate

Inter-element Correction Standard - A plus B solutions ~ PBS Prep Blank - Soil

Laboratory Control Sample - Soil PBW Prep Blank - Water

Laboratory Control Sample - Soil Duplicate PQV Practical Quantitation Verification standard
Laboratory Control Sample - Water SDL Serial Dilution

QC Sample Type Explanations

Blanks Verifies that there is no or minimal contamination in the prep method or calibration procedure.
Control Samples Verifies the accuracy of the method, including the prep procedure.

Duplicates Verifies the precision of the instrument and/or method.

Spikes/Fortified Matrix Determines sample matrix interferences, if any.

Standard Verifies the validity of the calibration.

ACZ Qualifiers (Qual)

NXsSsS<cHoIw®

Analyte concentration detected at a value between MDL and PQL.

Analysis exceeded method hold time. pH is a field test with an immediate hold time.

Poor spike recovery accepted because the other spike in the set fell within the given limits.

High Relative Percent Difference (RPD) accepted because sample concentrations are less than 10x the MDL.
Analyte was analyzed for but not detected at the indicated MDL

High blank data accepted because sample concentration is 10 times higher than blank concentration

Poor recovery for Silver quality control is accepted because Silver often precipitates with Chloride.

Quality control sample is out of control.

Poor spike recovery is accepted because sample concentration is four times greater than spike concentration.

Method References

(™
2)

w
-

5

-

(
(
(
(

(=)
-

Comments

EPA 600/4-83-020. Methods for Chemical Analysis of Water and Wastes, March 1983.

EPA 600/R-93-100. Methods for the Determination of Inorganic Substances in Environmental Samples, August 1993.
EPA 600/R-94-111. Methods for the Determination of Metals in Environmental Samples - Supplement |, May 1994.
EPA SW-846. Test Methods for Evaluating Solid Waste, Third Edition with Update Ill, December 1996.

Standard Methods for the Examination of Water and Wastewater, 19th edition, 1995.

(™
@)
@)

QC results calculated from raw data. Results may vary slightly if the rounded values are used in the calculations.
Soil, Sludge, and Plant matrices for Inorganic analyses are reported on a dry weight basis.
Animal matrices for Inorganic analyses are reported on an "as received" basis.

REPIN03.11.00.01
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/II:Z Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Western Water and Land, Inc. ACZ Project ID:  L52092
Project ID:

Alkalinity as CaCO3 2320B

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG192502

WG192502L.CSW2  LCSW  07/13/05 9:25  WC050705-1 82 827  mglL  100.9 80 120
WG192502L.CSW5 ~ LCSW  07/13/05 11:02  WC050705-1 82 83.9 mglL 1023 80 120

L52143-01DUP DUP  07/13/05 12:20 711 711.8  mg/L 01 20
WG192502L.CSW8  LCSW  07/13/05 14:34  WC050705-1 82 835 mglL 1018 80 120

Antimony, dissolved M200.8 ICP-MS

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual

WG192716

WG192716ICV IcV 07/15/05 16:46  MS050510-2  .02004 02053 mglL  102.4 90 110

WG192716ICB ICB 07/15/05 16:50 U mg/L -0.00088 0.00088
WG192716LFB LFB 07/15/05 16:55  MS050524-3 .00625 .00657 mg/L 105.1 85 115

L51457-02DUP DUP 07/15/05 17:34 U U mg/L 0 20
L51879-06AS AS 07/15/05 18:38  MS050524-3 .00625 U .00622 mg/L 99.5 70 130

L51879-06ASD ASD 07/15/05 18:52  MS050524-3 .00625 u .00647  mg/L 103.5 70 130 394 20
Arsenic, dissolved M200.8 ICP-MS

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG192716

WG192716ICV ICV 07/15/05 16:46  MS050510-2 .05 .05128  mg/L 102.6 90 110

WG192716ICB ICB 07/15/05 16:50 U mg/L -0.0011  0.0011
WG192716LFB LFB 07/15/05 16:55  MS050524-3 .05 .05275  mg/L 105.5 85 115

L51457-02DUP DUP 07/15/05 17:34 U U mg/L 0 20
L51879-06AS AS 07/15/05 18:38  MS050524-3 .05 U .05418  mg/L 108.4 70 130

L51879-06ASD ASD 07/15/05 18:52  MS050524-3 .05 U .05678 mg/L 113.6 70 130 4.69 20
Arsenic, total recoverable M200.8 ICP-MS

ACZ ID Type  Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG192966

WG192966ICV ICV 07/21/05 8:29 MS050510-2 .05 .04982 mg/L 99.6 90 110

WG1929661CB ICB 07/21/05 8:35 U mg/L -0.0011 0.0011
WG192763LRB LRB 07/21/05 8:42 U mg/L -0.0011 0.0011
WG192763LFB LFB 07/21/05 8:49 MS050524-3 .05 .05172 mg/L 103.4 85 115

L52210-01LFM LFM 07/21/05 9:30 MS050524-3 .05 .0015 .05291 mg/L 102.8 70 130

L52210-01LFMD LFMD  07/21/05 9:37 MS050524-3 .05 .0015  .05257  mg/L 102.1 70 130 064 20
WG192853LRB LRB 07/21/05 10:31 U mg/L -0.0011  0.0011
WG192853LFB LFB 07/21/05 10:38  MS050524-3 .05 .04674  mg/L 93.5 85 115

L52092-01LFM LFM 07/21/05 10:59  MS050524-3 .05 .0014  .04968 mg/L 96.6 70 130
L52092-01LFMD LFMD  07/21/05 11:06  MS050524-3 .05 .0014 .04938 mg/L 96 70 130 0.61 20

REPIN.01.06.05.01 L52092: Page 7 of 2¢




/II:Z Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Western Water and Land, Inc. ACZ Project ID:  L52092
Project ID:

Cadmium, dissolved M200.8 ICP-MS

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG192716

WG192716ICV IcV 07/15/05 16:46  MS050510-2 .05 .05148  mg/L 103 90 110

WG192716ICB ICB 07/15/05 16:50 u mg/L -0.00022 0.00022

WG192716LFB LFB 07/15/05 16:55  MS050524-3 .05 .05181 mg/L  103.6 85 115

L51457-02DUP DUP 07/15/05 17:34 U ] mg/L 0 20
L51879-06AS AS 07/15/05 18:38  MS050524-3 .05 .0032 .05208 mg/L 97.8 70 130

L51879-06ASD ASD 07/15/05 18:52  MS050524-3 .05 .0032 .05439 mg/L 102.4 70 130 4.34 20
Calcium, dissolved M200.7 ICP

ACZ ID Type  Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193319

WG193319ICV ICV 07/28/05 12:27  11050708-1 100 101.11 mg/L 101.1 95 105

WG193319ICB ICB 07/28/05 12:30 U mg/L -0.2 0.2

WG193319LFB LFB 07/28/05 12:45  11050721-2 67.93737 74 mg/L 108.9 85 115

L52105-01AS AS 07/28/05 13:16  11050721-2 67.93737 .5 76.99 mg/L 1126 85 115

L52105-01ASD ASD  07/28/05 13:20  11050721-2 67.93737 .5 76.66 mg/L 1121 85 115 043 20
Chloride M325.2 - Colorimetric

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG192985

WG192985ICV ICV 07/20/05 23:41  WI050507-1 55 56.9 mg/L  103.5 90 110

WG192985ICB ICB 07/20/05 23:42 U mg/L -1 1

WG192985LFB LFB 07/20/05 23:43  WI050713-3 30 30.9 mg/L 103 90 110

L52092-02DUP DUP 07/20/05 23:46 1 u mg/L 0 20
L52092-02AS AS 07/20/05 23:47  WI050713-3 30 1 28.5 mg/L 91.7 90 110

WG193238

WG193238ICV ICV 07/26/05 18:05  WI050507-1 55 57 mg/L 103.6 90 110

WG193238ICB ICB 07/26/05 18:06 U mg/L -1 1

WG193238LFB2 LFB 07/26/05 18:35  WI050713-3 30 30.7 mg/L 102.3 90 110

WG193238ICV1 ICV 07/26/05 21:58  WI050507-1 55 57.6 mg/L 104.7 90 110

WG193238ICB1 ICB 07/26/05 21:59 U mg/L -1 1

WG193238LFB1 LFB 07/26/05 22:00  WI050713-3 30 29.7 mg/L 99 90 110

L51833-04DUP DUP 07/26/05 22:02 3 2.9 mg/L 3.4 20
L51833-04AS AS 07/26/05 22:03  WI050713-3 30 3 32.9 mg/L 99.7 90 110

Chromium, total recoverable M200.7 ICP

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193318

WG193318ICV IcV 07/28/05 9:43 11050708-1 2 1.944 mg/L 97.2 95 105

WG193318ICB ICB 07/28/05 9:47 u mg/L -0.01 0.01

WG193000LRB LRB 07/28/05 10:01 u mg/L -0.022 0.022

WG193000LFB LFB 07/28/05 10:04  11050721-2 .5 .502 mg/L 100.4 85 115

L52096-01LFM LFM 07/28/05 10:18  1I2XWATER 1 U .998 mg/L 99.8 70 130

L52096-01LFMD LFMD  07/28/05 10:22  [I2XWATER 1 U .987 mg/L 98.7 70 130 1.1 20
L52174-08LFM LFM 07/28/05 10:46  11050721-2 .5 U 495 mg/L 99 70 130

L52174-08LFMD LFMD  07/28/05 10:49  11050721-2 .5 U 488 mg/L 97.6 70 130 1.42 20

REPIN.01.06.05.01 L52092: Page 8 of 2¢




/II:Z Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Western Water and Land, Inc. ACZ Project ID:  L52092
Project ID:

Copper, dissolved M200.7 ICP

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193319

WG193319ICV Iicv 07/28/05 12:27  11050708-1 2 1949 mglL 975 95 105

WG193319ICB IcB 07/28/05 12:30 U mg/L -0.01 0.01

WG193319LFB LFB  07/28/0512:45  11050721-2 5 533  mg/L  106.6 85 115

L52105-01AS AS 07/28/05 13:16  11050721-2 5 55 1071 mglL  104.2 85 115

L52105-01ASD ASD  07/28/05 13:20  11050721-2 5 55 1072  mglL  104.4 85 15 009 20
Iron, dissolved M200.7 ICP

ACZ ID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual

WG193319

WG193319ICV ICV 07/28/05 12:27  11050708-1 2 1.993 mg/L 99.7 95 105

WG193319ICB ICB 07/28/05 12:30 U mg/L -0.02 0.02
WG193319LFB LFB 07/28/05 12:45  11050721-2 1 1.129 mg/L 112.9 85 115

L52105-01AS AS 07/28/05 13:16  11050721-2 1 .28 1.337 mg/L 105.7 85 115

L52105-01ASD ASD 07/28/05 13:20  11050721-2 1 .28 1.342 mg/L 106.2 85 115 037 20
Iron, total recoverable M200.7 ICP

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193261

WG193261ICV ICV 07/27/05 0:11 11050708-1 2 1.956 mg/L 97.8 95 105

WG193261ICB ICB 07/27/05 0:15 U mg/L -0.02 0.02

WG193000LRB LRB 07/27/05 0:31 U mg/L -0.044 0.044

WG193000LFB LFB 07/27/05 0:35 11050721-2 1 .986 mg/L 98.6 85 115

L52096-01LFM LFM 07/27/05 0:52 II2XWATER 2 11 2.06 mg/L 97.5 70 130
L52096-01LFMD LFMD  07/27/05 0:56 II2XWATER 2 11 2.064 mg/L 97.7 70 130 0.19 20
L52174-08LFM LFM 07/27/05 2:01 11050721-2 1 .18 1.179 mg/L 99.9 70 130
L52174-08LFMD LFMD  07/27/05 2:05 11050721-2 1 .18 1.172 mg/L 99.2 70 130 0.6 20

Lead, dissolved M200.8 ICP-MS

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual

WG192716

WG192716ICV ICV 07/15/05 16:46  MS050510-2 .05 .05347 mg/L 106.9 90 110

WG192716ICB ICB 07/15/05 16:50 .00011 mg/L -0.00022 0.00022

WG192716LFB LFB 07/15/05 16:55  MS050524-3 .05 .05243 mg/L 104.9 85 115

L51457-02DUP DUP 07/15/05 17:34 .0008  .00171 mg/L 725 20 RA
L51879-06AS AS 07/15/05 18:38  MS050524-3 .05 .0008  .05091 mg/L 100.2 70 130

L51879-06ASD ASD 07/15/05 18:52  MS050524-3 .05 .0008 .05265 mg/L 103.7 70 130 336 20
Magnesium, dissolved M200.7 ICP

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193319

WG193319ICV ICV 07/28/05 12:27 110507081 100 101.21 mg/L 101.2 95 105

WG193319ICB ICB 07/28/05 12:30 U mg/L -0.2 0.2

WG193319LFB LFB 07/28/05 12:45  11050721-2 49.3927 52.48 mg/L 106.3 85 115

L52105-01AS AS 07/28/05 13:16  11050721-2 49.3927 .3 54.94 mg/L 110.6 85 115

L52105-01ASD ASD 07/28/05 13:20  11050721-2 49.3927 .3 54.73 mg/L 110.2 85 115 0.38 20
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/II:Z Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Western Water and Land, Inc. ACZ Project ID:  L52092

Project ID:

Manganese, dissolved M200.7 ICP

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193319

WG193319ICV ICV 07/28/05 12:27  11050708-1 2 1.9983  mg/L 99.9 95 105

WG193319ICB ICB 07/28/05 12:30 U mg/L -0.005 0.005

WG193319LFB LFB 07/28/05 12:45  11050721-2 .5 .5592 mg/L 111.8 85 115

L52105-01AS AS 07/28/05 13:16  11050721-2 .5 .045 5917 mg/L 109.3 85 115

L52105-01ASD ASD 07/28/05 13:20  11050721-2 .5 .045 5912 mg/L 109.2 85 115 0.08 20
Mercury, dissolved M245.1 CVAA

ACZ ID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG193135

WG193135ICV ICV 07/27/05 14:40  11050721-3 .02 .02009 mg/L 100.5 95 105

WG193135ICB ICB 07/27/05 14:42 U mg/L -0.0002  0.0002

WG193135LRB LRB 07/27/05 14:43 U mg/L -0.0002  0.0002

WG193135LFB LFB 07/27/05 14:44  11050721-6 .005 .00521 mg/L 104.2 85 115

L51465-02LFM LFM 07/27/05 14:46  11050721-6 .005 u .0052 mg/L 104 85 115

L51465-02LFMD LFMD  07/27/05 14:48  11050721-6 .005 U .00525  mg/L 105 85 115 096 20
Mercury, total M245.1 CVAA

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193135

WG193135ICV ICV 07/27/05 14:40  11050721-3 .02 .02009 mg/L 100.5 95 105

WG193135ICB ICB 07/27/05 14:42 U mg/L -0.0002  0.0002

WG193132

WG193132LRB LRB 07/27/05 15:35 U mg/L -0.0002  0.0002

WG193132LFB LFB 07/27/05 15:36  11050721-6 .005 .0049 mg/L 98 85 115

L52092-01LFM LFM 07/27/05 15:39  11050721-6 .005 U .00506 mg/L 101.2 85 115

L52092-01LFMD LFMD  07/27/05 15:40  11050721-6 .005 ] .005 mg/L 100 85 115 1.19 20
Molybdenum, dissolved M200.7 ICP

ACZ ID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG193319

WG193319ICV ICV 07/28/05 12:27  11050708-1 2 2.012 mg/L 100.6 95 105

WG193319ICB ICB 07/28/05 12:30 U mg/L -0.01 0.01

WG193319LFB LFB 07/28/05 12:45  11050721-2 .5 .528 mg/L 105.6 85 115

L52105-01AS AS 07/28/05 13:16  11050721-2 U .551 mg/L 110.2 85 115

L52105-01ASD ASD 07/28/05 13:20  11050721-2 u .55 mg/L 110 85 115 0.18 20

Nickel, dissolved M200.7 ICP

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193319

WG193319ICV ICV 07/28/05 12:27  11050708-1 2 1.979 mg/L 99 95 105

WG193319ICB ICB 07/28/05 12:30 U mg/L -0.01 0.01

WG193319LFB LFB 07/28/05 12:45  11050721-2 .5 539 mg/L 107.8 85 115

L52105-01AS AS 07/28/05 13:16  11050721-2 5 U 541 mg/L 108.2 85 115

L52105-01ASD ASD 07/28/05 13:20  11050721-2 U 539 mg/L 107.8 85 115 0.37 20
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/II:Z Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Western Water and Land, Inc. ACZ Project ID:  L52092
Project ID:

Nitrate/Nitrite as N, dissolved M353.2 - Automated Cadmium Reduction

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG192238

WG192238ICV Icv 07/07/05 21:52  WI050527-9  2.4083 2459  mg/lL  102.1 90 110

WG192238ICB ICB 07/07/05 21:54 U mg/L -0.02 0.02

WG192238LFB LFB 07/07/05 21:57  WI050506-4 2 1998  mg/L 99.9 90 110

L52078-03AS AS 07/07/05 22:18  WI050506-4 2 u 2018 mglL  100.9 90 110

L52078-04DUP DUP  07/07/05 22:20 u U mg/L 0 20
Nitrite as N, dissolved M353.2 - Automated Cadmium Reduction

ACZ ID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual

WG192238

WG192238ICV ICV 07/07/05 21:52  WI050527-9 .6092 .629 mg/L 103.3 90 110

WG192238ICB ICB 07/07/05 21:54 U mg/L -0.01 0.01

WG192238LFB LFB 07/07/05 21:57  WI050506-4 1 1.026 mg/L 102.6 90 110

L52078-03AS AS 07/07/05 22:18  WI050506-4 1 U 1.029 mg/L 102.9 90 110

L52078-04DUP DUP 07/07/05 22:20 U U mg/L 0 20
Potassium, dissolved M200.7 ICP

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193564

WG193564ICV ICV 08/01/05 17:28  11050727-3 20 20.12 mg/L 100.6 95 105

WG193564ICB ICB 08/01/05 17:32 U mg/L -0.3 0.3

WG193564LFB LFB 08/01/05 17:49  11050721-2 100.0031 100.69 mg/L 100.7 85 115

L51970-01AS AS 08/01/05 17:57  11050721-2 100.0031 3.2 11324 mg/L 110 85 115

L51970-01ASD ASD 08/01/05 18:01  11050721-2 100.0031 3.2 112.09 mg/L 108.9 85 115 1.02 20
Residue, Filterable (TDS) @180C M160.1 - Gravimetric

ACZ ID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG192293

WG192293PBW PBW  07/08/05 15:20 U mg/L -10 10

WG192293LCSW LCSW 07/08/05 15:22  WC050630-3 260 268 mg/L 103.1

L52096-02DUP DUP 07/08/05 15:51 160 150 mg/L 6.5 20

Residue, Non-Filterable (TSS) @105C M160.2 - Gravimetric

ACZ ID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG192234

WG192234PBW PBW  07/07/05 18:00 U mg/L -5 5

WG192234LCSW LCSW 07/07/05 18:02  WC050630-3 160 152 mg/L 95

L52092-01DUP DUP 07/07/05 19:00 12 10 mg/L 182 20
WG192292

WG192292PBW PBW  07/08/05 15:15 U mg/L -5 5

WG192292LCSW LCSW 07/08/05 15:17  WC050630-3 160 152 mg/L 95

L52105-02DUP DUP 07/08/05 15:46 22 18 mg/L 20 20
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/II:Z Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Western Water and Land, Inc. ACZ Project ID:  L52092

Project ID:

Selenium, dissolved M200.8 ICP-MS

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG192716

WG192716ICV ICV 07/15/05 16:46  MS050510-2 .05 .053 mg/L 106 90 110

WG192716ICB ICB 07/15/05 16:50 U mg/L -0.0022  0.0022

WG192716LFB LFB 07/15/05 16:55  MS050524-3 .05 .0518 mg/L  103.6 85 115

L51457-02DUP DUP 07/15/05 17:34 U ] mg/L 0 20
L51879-06AS AS 07/15/05 18:38  MS050524-3 .05 ] .0578 mg/L 115.6 70 130

L51879-06ASD ASD 07/15/05 18:52  MS050524-3 .05 ] .0591 mg/L 118.2 70 130 222 20

Silver, dissolved M200.8 ICP-MS

ACZ ID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG192716

WG192716ICV ICV 07/15/05 16:46  MS050510-2 .02 .0186 mg/L 93 90 110

WG192716ICB ICB 07/15/05 16:50 U mg/L -0.00011 0.00011

WG192716LFB LFB 07/15/05 16:55  MS050524-3 .0125 .01209 mg/L 96.7 85 115

L51457-02DUP DUP 07/15/05 17:34 u U mg/L 0 20
L51879-06AS AS 07/15/05 18:38  MS050524-3 .0125 U .009072  mg/L 72.6 70 130

L51879-06ASD ASD 07/15/05 18:52  MS050524-3 .0125 U .009959  mg/L 79.7 70 130 932 20

Sodium, dissolved M200.7 ICP

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193319

WG193319ICV ICV 07/28/05 12:27  11050708-1 100 100.29 mg/L  100.3 95 105

WG193319ICB ICB 07/28/05 12:30 U mg/L -0.3 0.3

WG193319LFB LFB 07/28/05 12:45  11050721-2 97.68122 102.91 mg/L 105.4 85 115

L52105-01AS AS 07/28/05 13:16  11050721-2 97.68122 .5 107.42 mg/L 109.5 85 115

L52105-01ASD ASD 07/28/05 13:20  11050721-2 97.68122 .5 107.14 mg/L 109.2 85 115 0.26 20

Sulfate M375.3 - Gravimetric

ACZ ID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG193134

WG193134PBW PBW 07/25/05 9:45 U mg/L -10 10

WG193134LCSW LCSW  07/25/05 9:46 WC050528-3 100 100 mg/L 100 80 120

L52174-04DUP DUP 07/25/05 9:58 U U mg/L 0 20
Uranium, dissolved M200.8 ICP-MS

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG192716

WG192716ICV ICV 07/15/05 16:46  MS050510-2 .05 .05038 mg/L 100.8 90 110

WG192716ICB ICB 07/15/05 16:50 U mg/L -0.00022 0.00022

WG192716LFB LFB 07/15/05 16:55  MS050524-3 .025 .02474  mg/L 99 85 115

L51457-02DUP DUP 07/15/05 17:34 u U mg/L 0 20
L51879-06AS AS 07/15/05 18:38  MS050524-3 .025 .001 02693 mg/L  103.7 70 130

L51879-06ASD ASD 07/15/05 18:52  MS050524-3 .025 .001 02785 mg/L  107.4 70 130 336 20

REPIN.01.06.05.01 L52092: Page 12 of 2




/II:Z Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Western Water and Land, Inc. ACZ Project ID:  L52092

Project ID:

Uranium, total M200.8 ICP-MS

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193065

WG193065ICV ICV 07/22/05 22:58  MS050510-2 .05 .05058 mg/L  101.2 90 110

WG193065ICB ICB 07/22/05 23:03 U mg/L -0.00022 0.00022

WG192680LRB LRB 07/22/05 23:08 ] mg/L -0.00022 0.00022

WG192680LFB LFB 07/22/05 23:13  MS050524-3 .025 .02535 mg/L 101.4 85 115

L52087-01LFM LFM 07/22/05 23:23  MS050524-3 .025 .0008 .02802 mg/L 108.9 70 130

L52087-01LFMD LFMD  07/22/05 23:28  MS050524-3 .025 .0008 .02796 mg/L 108.6 70 130 0.21 20
L52142-02LFM LFM 07/23/05 0:33 MS050524-3 .025 .0002 .03067 mg/L 121.9 70 130

L52142-02LFMD LFMD  07/23/05 0:38 MS050524-3 .025 .0002 .03076 mg/L 122.2 70 130 0.29 20
Vanadium, dissolved M200.7 ICP

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193319

WG193319ICV ICV 07/28/05 12:27  11050708-1 2 1.9814 mg/L 99.1 95 105

WG193319ICB ICB 07/28/05 12:30 U mg/L -0.005 0.005

WG193319LFB LFB 07/28/05 12:45  11050721-2 .5 .5352 mg/L 107 85 115

L52105-01AS AS 07/28/05 13:16  11050721-2 .5 u .5529 mg/L  110.6 85 115

L52105-01ASD ASD 07/28/05 13:20  11050721-2 .5 U 549 mg/L 109.8 85 115 0.71 20
Vanadium, total M200.7 ICP

ACZ ID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG193550

WG1935501CV IcV 08/01/05 12:37  11050720-1 2 20149 mg/L  100.7 95 105

WG1935501CB ICB 08/01/05 12:40 U mg/L -0.005 0.005

WG193162LRB LRB 08/01/05 12:54 .005 mg/L -0.011 0.011

WG193162LFB LFB 08/01/05 12:57  11050721-2 .5 .5073 mg/L 101.5 85 115

L52097-01LFM LFM 08/01/05 13:10  lI2XWATER 1 U 1.035 mg/L 103.5 70 130

L52097-01LFMD LFMD  08/01/05 13:14  [I2XWATER 1 U 1.038 mg/L 103.8 70 130 0.29 20
L52203-05LFM LFM 08/01/05 14:08  11050721-2 .5 U 5135 mg/L 102.7 70 130

L52203-05LFMD LFMD  08/01/05 14:11 11050721-2 .5 U 5157 mg/L 103.1 70 130 0.43 20
Zinc, dissolved M200.7 ICP

ACZ ID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG193319

WG193319ICV ICV 07/28/05 12:27  11050708-1 2 1.985 mg/L 99.3 95 105

WG193319ICB ICB 07/28/05 12:30 U mg/L -0.01 0.01

WG193319LFB LFB 07/28/05 12:45  11050721-2 .5 .529 mg/L  105.8 85 115

L52105-01AS AS 07/28/05 13:16  11050721-2 .5 U .561 mg/L 112.2 85 115

L52105-01ASD ASD 07/28/05 13:20  11050721-2 .5 U 562 mg/L 112.4 85 115 0.18 20
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AEZ Laboratories, Inc. Inorganic Extended

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 QU a| ifier Repo rt
Western Water and Land, Inc. ACZ Project ID:  L52092

ACZ ID WORKNUM PARAMETER METHOD QUAL DESCRIPTION

L52092-01 WG192716 Lead, dissolved M200.8 ICP-MS RA Relative Percent Difference (RPD) exceeded limit; sample

concentration is less than 10x the MDL.
WG193000 Total Recoverable Digestion M200.2 ICP D3 Sample dilution required due to insufficient sample.
M200.8 ICP-MS RA Relative Percent Difference (RPD) exceeded limit; sample

L52092-02 WG192716 Lead, dissolved
concentration is less than 10x the MDL.

‘REPAD. 15.06.05.01
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AL Z Laboratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Western Water and Land, Inc. ACZ Sample ID: L52092-01

Project ID: Date Sampled: 07/06/05 14:40
Sample ID: BUTTERFLY GULLY Date Received: 07/07/05

Locator: Sample Matrix: Surface Water

Gross Alpha & Beta, total  M900.0 Prep Method:
Parameter Measure Date Prep Date Result  Error LLD Units XQ Analyst
Gross Alpha 07/14/05 10:03 6.4 3.6 2.6 pCi/L dhc
Gross Beta 07/14/05 10:03 2.1 3.1 4.1 pCi/L dhc
Radium 226 M903.0 Prep Method:
Parameter Measure Date Prep Date Result  Error LLD Units XQ Analyst
Radium 226 07/13/05 7:10 0.38 0.2 0.4 pCi/L dhc
Radium 228 M904.0 Prep Method:
Parameter Measure Date Prep Date Result  Error LLD Units XQ Analyst
Radium 228 07/27/05 17:06 1.1 0.6 1.6 pCi/L msh
Thorium, Isotopic ESM 4506 Prep Method:
Parameter Measure Date Prep Date Result  Error LLD Units XQ Analyst
Thorium 228 07/15/05 10:41 0.0 0.2 0.26 pCi/L * dbs
Thorium 230 07/15/05 10:41 -0.23 0.38 0.67 pCi/L * dbs
Thorium 232 07/15/05 10:41 0.18 0.4 0.26 pCi/L * dbs
REPRC.02.06.05.01 * Please refer to Extended Qualifier Report for details.
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AL Z Laboratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Western Water and Land, Inc. ACZ Sample ID:  L52092-02

Project ID: Date Sampled: 07/06/05 15:55
Sample ID: COAL CK UP Date Received: 07/07/05

Locator: Sample Matrix: Surface Water

Gross Alpha & Beta, total  M900.0 Prep Method:
Parameter Measure Date Prep Date Result  Error LLD Units XQ Analyst
Gross Alpha 07/14/05 10:05 2.1 2.1 2 pCi/L dhc
Gross Beta 07/14/05 10:05 4.1 3.2 4.1 pCi/L dhc
Radium 226 M903.0 Prep Method:
Parameter Measure Date Prep Date Result  Error LLD Units XQ Analyst
Radium 226 07/13/05 7:11 0.01 0.1 0.4 pCi/L dhc
Radium 228 M904.0 Prep Method:
Parameter Measure Date Prep Date Result  Error LLD Units XQ Analyst
Radium 228 07/27/05 17:08 0.9 0.6 1.6 pCi/L msh
Thorium, Isotopic ESM 4506 Prep Method:
Parameter Measure Date Prep Date Result  Error LLD Units XQ Analyst
Thorium 228 07/15/05 10:42 0.1 0.21 0.21 pCi/L * dbs
Thorium 230 07/15/05 10:42 -0.12 0.33 0.56 pCi/L * dbs
Thorium 232 07/15/05 10:42 0.05 0.32 0.21 pCi/L * dbs
REPRC.02.06.05.01 * Please refer to Extended Qualifier Report for details.
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/Il:Z Laboratories, Inc. Radiochemistry

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 Reference

Report Header Explanations

Batch A distinct set of samples analyzed at a specific time
Error(+/-)  Calculated sample specific uncertainty
Found Value of the QC Type of interest

Limit Upper limit for RPD, in %.
LCL Lower Control Limit, in % (except for LCSS, mg/Kg)
LLD Calculated sample specific Lower Limit of Detection

PCN/SCN A number assigned to reagents/standards to trace to the manufacturer's certificate of analysis

PQL Practical Quantitation Limit

QC True Value of the Control Sample or the amount added to the Spike

Rec Amount of the true value or spike added recovered, in % (except for LCSS, mg/Kg)
RER Relative Error Ratio, calculation used for Dup. QC taking into account the error factor.
ucCL Upper Control Limit, in % (except for LCSS, mg/Kg)

Sample Value of the Sample of interest

DUP Sample Duplicate MS/MSD Matrix Spike/Matrix Spike Duplicate
LCSS Laboratory Control Sample - Soil PBS Prep Blank - Soil

Lecsw Laboratory Control Sample - Water PBW Prep Blank - Water

Blanks Verifies that there is no or minimal contamination in the prep method procedure.
Control Samples Verifies the accuracy of the method, including the prep procedure.

Duplicates Verifies the precision of the instrument and/or method.

Matrix Spikes Determines sample matrix interferences, if any.

ACZ Qualifiers (Qual)

Analysis exceeded method hold time.

Poor spike recovery accepted because the other spike in the set fell within the given limits.

High Replicate Error Ratio (RER) accepted because sample concentrations are less than 10x the MDL.
No nuclides detected above the Lower Limit of Detection (LLD)

High blank data accepted because sample concentration is 10 times higher than blank concentration
QC is out of control. See Case Narrative.

N X < c Hd4x I

Poor spike recovery is accepted because sample concentration is four times greater than spike concentration.

Method Prefix Reference

M EPA methodology, including those under SDWA, CWA, and RCRA

SM Standard Methods for the Examination of Water and Wastewater, 19th edition, 1995.

D ASTM

RP DOE

ESM DOE/ESM

(1) Solid matrices are reported on a dry weight basis.

(2) Preparation method: "Method" indicates preparation defined in analytical method.

(3) QC results calculated from raw data. Results may vary slightly if the rounded values are used in the calculations.

REPIN03.11.00.01
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/II:Z Laboratories, Inc. Radiochemistry QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Western Water and Land, Inc. ACZ Project ID:  L52092
Project ID:

Alpha M900.0 pCi/L

ACZ ID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG192800

WG192488PBW  PBW 07/14/05 1.2 1.2 1.2 2.4

WG192488LCSW LCSW 07/14/05 RC041201-1  81.06 72 6.7 1.2 88.8 53 114

L51895-01DUP DUP-RPD 07/14/05 5 3.3 2.7 4.5 3.4 2.6 20
L51895-01DUP DUP-RER 07/14/05 5 3.3 2.7 4.5 3.4 2.6 0.11 2
L51895-04DUP DUP-RER 07/14/05 2.1 1.9 2.1 2.3 2.3 2.1 0.07 2
L51895-04DUP DUP-RPD  07/14/05 2.1 1.9 2.1 2.3 2.3 2.1 20
L51895-02MS MS 07/14/05 RC041201-1  115.8 17 7 4.5 84 14 4.2 57.9 43 142

Beta M900.0 pCi/L

ACZ ID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG192800

WG192488PBW  PBW 07/14/05 1.5 3 4.2 8.4

WG192488LCSW LCSW 07/14/05 PCN22209 100.1 100 6.6 3.9 99.9 75 128

L51895-01DUP ~ DUP-RPD  07/14/05 3 3 4.4 8 3.1 4.2 20
L51895-01DUP ~ DUP-RER 07/14/05 3 3 4.4 8 3.1 4.2 1.16 2
L51895-04DUP ~ DUP-RPD 07/14/05 0 2.5 4.1 6 3.3 4.1 20
L51895-04DUP DUP-RER 07/14/05 0 25 4.1 6 3.3 4.1 1.45 2
L51895-03MS MS 07/14/05 PCN22208  166.83 4.6 5.1 7.4 200 13 8.1 1171 66 128

Radium 226 M903.0 pCi/L

ACZ ID Type Analyzed PCN/SCN QC Sample Error LD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG192514

WG192309PBW  PBW 07/13/05 .05 0.18 0.62 1.4

WG192309LCSW LCSW 07/13/05 RC050402-3 23.92 26 1.5 0.72 108.7 67 145

L52039-01DUP DUP-RPD  07/13/05 1.5 0.33 0.51 1.9 0.33 044 20
L52039-01DUP DUP-RER 07/13/05 1.5 0.33 0.51 1.9 0.33 044 0.86 2
L52096-02DUP DUP-RER 07/13/05 6 0.56 0.44 6.6 0.57 042 0.75 2
L52096-02DUP DUP-RPD 07/13/05 6 0.56 0.44 6.6 0.57 042 20
L52093-01MS MS 07/13/05 RC050402-3 23.92 0.09 0.16 0.48 25 1.1 046 104.2 50 145

Radium 228 M904.0 pCi/L

ACZ ID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG193429

WG192832PBW  PBW 07/27/05 1.7 0.7 1.7 34

WG192832LCSW LCSW 07/27/05 RC040810-1  9.26 8.6  0.93 1.7 929 42 153

L52092-01DUP ~ DUP-RER 07/27/05 1.1 0.57 1.6 .85 0.68 1.8 0.28 2
L52092-01DUP DUP-RPD 07/27/05 1.1 0.57 1.6 .85 0.68 1.8 20
L52097-02DUP DUP-RER 07/27/05 0.69 0.58 1.5 2.4 0.83 2 1.69 2
L52097-02DUP DUP-RPD 07/27/05 0.69 0.58 1.5 2.4 0.83 2 20
L52093-01MS MS 07/27/05 RC040810-1 9.26 1.4 0.64 1.6 10 1.2 2 929 42 153

REPRC.01.06.05.01 L52092: Page 18 of 2




. Radiochemistry QC

AGZ Laboratories, Inc. y

i Dri ~ Summar
2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493 y
Western Water and Land, Inc. ACZ Project ID:  L52092
Project ID:
Thorium 230 ESM 4506 pCi/L
ACZ ID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG192761
WG192531PBW  PBW 07/15/05 -.03 047 0.77 1.54
WG192531LCSW LCSW 07/15/05 RC041013-1 162.12 180 5.2 0.75 111 61 142
L52092-01DUP DUP-RER 07/15/05 -0.23  0.38 0.67 -.16 044 0.75 0.12 2
L52092-01DUP DUP-RPD 07/15/05 -0.23 0.38 0.67 -.16 0.44 0.75 20
L52096-03MS MS 07/15/05 RC041013-1 162.12 -0.06 0.45 0.73 170 4.7 0.66 104.9 51 145

‘REPRC.01.06.05.01
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AEZ Laboratories, Inc. RadChem Extended
Qualifier Report

2773 Downhill Drive ~ Steamboat Springs, CO 80487 (800) 334-5495

Western Water and Land, Inc. ACZ Project ID: L52092

ACZ ID WORKNUM PARAMETER METHOD QUAL DESCRIPTION

No extended qualifiers associated with this analysis

‘REPAD. 15.06.05.01
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AEZ Laboratories, Inc. Certification

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493 Qu alifiers

Western Water and Land, Inc. ACZ Project ID: L52092

Radiochemistry
The following parameters are not offered for certification or are not covered by NELAC certificate #ACZ.

Thorium, Isotopic ESM 4506

Wet Chemistry
The following parameters are not offered for certification or are not covered by NELAC certificate #ACZ.

Lab Filtration SM 3030 B
Lab Filtration & Acidification SM 3030 B

‘REPAD.05.06.05.01
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/II:Z Laboratories, Inc.

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Western Water and Land, Inc.

Receipt Verification

1) Does this project require special handling procedures such as CLP protocol?
2) Are the custody seals on the cooler intact?

3) Are the custody seals on the sample containers intact?

4) Is there a Chain of Custody or other directive shipping papers present?
5) Is the Chain of Custody complete?

6) Is the Chain of Custody in agreement with the samples received?

7) Is there enough sample for all requested analyses?

8) Are all samples within holding times for requested analyses?

9) Were all sample containers received intact?

10) Are the temperature blanks present?

11) Are the trip blanks (VOA and/or Cyanide) present?

12) Are samples requiring no headspace, headspace free?

13) Do the samples that require a Foreign Soils Permit have one?

ACZ Project ID: L52092
Date Received: 7/7/2005
Received By:
Date Printed: 7/7/2005
YES NO NA
X
X
X
X
X
X
X
X
X
X
X
X
X

Exceptions: If you answered no to any of the above questions, please describe

The sampled by field was not entered.

Contact (For any discrepancies, the client must be contacted)

The client was not contacted.

Shipping Containers

Cooler Id Temp (°C) [Rad (uR/hr)

Client must contact ACZ Project Manager if analysis should not proceed for
1155 10.8 15 samples received outside of thermal preservation acceptance criteria.

REPAD.03.11.00.01
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AEZ Laboratories, Inc.

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Western Water and Land, Inc.

ACZ Project ID:

Date Received:
Received By:

Sample Container Preservation

L52092
7/7/2005

Sample Container Preservation Legend
Abbreviation Description

R
B

< 44 7T O ®
© ®

Zz <
s ®

RAD

Raw/Nitric
Filtered/Sulfuric
Filtered/Sulfuric
Filtered/Nitric
Raw/Sulfuric
Raw/NaOH

Raw/NaOH Zinc Acetate
Raw/Sulfuric
Raw/Sulfuric

No preservative needed
Gamma/Beta dose rate

Container Type
RED

BLUE

BLUE GLASS
GREEN
ORANGE
PURPLE

TAN

YELLOW
YELLOW GLASS
Not applicable
Not applicable

Preservative/Limits
pH must be <2

pH must be < 2

pH must be < 2

pH must be < 2

pH must be < 2

pH must be > 12

pH must be > 12

pH must be < 2

pH must be < 2

must be < 250 pR/hr

SAMPLE CLIENT ID R<2 | G<2|Y<2|YG<2|B<2 |BG<2|0<2|T>12|P>12] NA RAD
1.52092-01 |BUTTERFLY GULLY Y
.52092-02 |COAL CK UP Y

REPAD.03.11.00.01
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BT bils;

ACZ Laboratories, Inc. CHAIN of

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5483 CUSTODY

Name: "T2voe XS N Address: WA Vanazed CT - Suawd 339
Company: WA &N Coetnwa & IO sws oy YA
E-mail: 5 wA - Wui e 8 Seazsing (W oF Telephone: CCATI0Y) @M - G\ 1D

Copy of Report to:

Name: E-mail;

Company:. Telephone:

Name: S Email:

Company: Telephone:

If sample(s) recelved past holding time (HT), or if insufficient HT remains to complete YES
analysis before expiration, shall ACZ proceed with requested short HT analyses? NO

If "NO" then ACZ wlll contact cllent for further instruction. If neither "YES" nor "NO"
Is Indicated, ACZ will proceed with the requested analyses, even If HT is expired, and data will be qualified.
PROJECT INFORMATION ANALYSES REQUESTED (atftach list or use quote number)

Quote #: \ W=aliway - ez ade
Project/PO #:
Reporting state for compliance testing:

Are any samples NRC licensable material?
SAMPLE IDENTIFICATION DATE:THIE Matrix

&ME%!:_&LL)L&(QMQS' LY L (% CRNNATG e \"Q\?..\,.'E, 2 (B e
) ’ N

| Came C WP 705" (85| S\

# of Containers

N

Matrix SW (Surface Water) - GW (Ground Water) - WW (Waste Water) - DW (Drinking Water) - 5L (Sludge) - SO (Soil) - OL {Oll} - Other (Specify)

Nz v o AT E AW W LG Ive WMo Genvadias
CRRBe Wi IMTEZRDEe Ta B FRIsaG s Reee )

Pleass refer to ACZ's terms & conditions located on the'reverse side of this COC
RELINQUISHED BY: DATE:TIME RECEIVED BY: DATE:TIME

Yoweh— | 2206403/ RS [0 4o

S

SAMPLED BY: INTERNAL USE ONLY

FRMADO0S50.09.04.01 White - Return with sample.  Yellow - Retain for your records.
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~ Analytical

A C Z Laboratories, Inc.

2773 Downhili Drive Steamboat Springs, CO 80487  (800) 334-5492 Q&Ote
Bill Merril . Page 10of7
Western Water and Land, Inc. 9/14/2004

. 743 Horizon Ct. Sulte 330
Grand Junction, CO 81506

Field Data
Conductivity {Fietd) Field Measurement umhosfcm $0.00
Dissolved Oxygen (Fleld) Field Measurement . mgfiL $0.00
Oxidation Reduction Potential {field) SM2580B meV $0.00
pH (Field) Field Measurement units $0.00
Temperature (Ffeid) Field Measurement c $0.00
Metals Analysis
Antimony, dissolved M200.8 ICP-MS 0.0002 mgfl. $12.80
Arsenic, dissolved M200.8 ICP-MS 0.0005 mg/L $12.80
Arsenic, total recoverable M200.8 ICP-MS 0.0005 mg/L $12.80
Cadmium, dissolved M200.8 ICP-MS 0.0001 mg/L $12.80
Calcium, dissolved M200.7 ICP 0.2 mg/L $6.40
Chromium, total recoverable M200.7 ICP 0.01 mgfL. $6.40
Copper, dissolved M200.7 ICP 0.01 mg/t. $6.40
Iron, dissolved M200.7 ICP 0.01 mgiL $6.40
lron, total recoverable M200.7 ICP 0.01 mg/iL $6.40
Lead, dissolved M200.8 ICP-MS 0.0001 mgfl. $12.80
Magnesium, dissolved M200.7 ICP 0.2 mgh. $6.40
Manganese, dissolved M200.7 ICP 0.005 mg/L. $6.40
Mercury, dissolved M245.1 CVAA 0.0002 mg/l. $12.80
Mercury, total M245.1 CVAA 0.0002 mgrl $12.80
Molybdenum, dissolved M200.7 ICP 0.01 mgfl $6.40
Nickel, dissolved M200.7 ICP 0.01 mgiL. $6.40
Potassium, dissolved M200.7 iCP 0.3 mg/L $6.40
Selenium, dissolved M200.8 {CP-MS 0.001 mg/L $12.80
Silver, dissolved M200.8 iICP-MS 0.00005 mg/L $12.80
Sodium, dissolved M200.7 ICP 0.3 mgiL. §6.40
Uranium, dissolved M200.8 ICP-MS 0.00005 mg/L. $12.80
Uranium, total M200.8 ICP-MS (.00005 mg/L. $12.80
Vanadium, dissolved M200.7 ICP 0.005 mg/L $8.40
Vanadium, total M200.7 ICP 0.005 mg/L. $6.40
Zine, dissolved M200.7 ICP 0.01 mgi. $6.40
Metals Prep
Total Hot Piate Digestion M200.2 ICP-MS $6.40
Df ¥
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A C Z Laboratories, Inc.

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493

Analytical -

Bill Merrill Page 2 of 7
Western Water and Land, Inc. 91472004
- 743 Horizon CL. Suite 330
Grand Junction, CO 81506
Total Hot Plate Digeslion M200.2 ICP $6.40
Total Recoverable Digestion M200.2 ICP-MS $6.40
Total Recoverable Digestion M200.2 ICP $6.40
Misc.
Disketfte Preparation and Delivery $0.00
Quality Control Summary $0.00
Setup charge for ICP, total $6.40
Setup charge for ICP, tolal recovera $7.20
Setup for ICPMS Total Recoverable $12.80
Setup for [CPMS Totals Analysis $12.80
Radiochemistry
Gross Alpha & Bela, total M200.0 2 {0 4 pCilL $25.60
Radium 226 M903.0 1 pCill. $52.00
Radium 228 M904.0 1 pCilL $72.00
Thorium, Isotopic £ESM 4506 0.2 pCifL $56.00
Weot Chemistry
Alkalinity as CaCQO3 SM23208 - Titration 2 mgit. $6.40
Chioride W325.2 - Colorimetric 1 mgll. $6.40
Hardness as CaCO3 SM23408 - Calculation Calculation $0.00
Nitrate as N, dissolved Calcuiation: NO3NO2 minus NO2 Calculation $0.00
Nitrate/Nitrite as N, dissolved M353.2 - Automated Cadmium Reduction 0.02 mg/L $6.40
Nitrite as N, dissolved M353.2 - Automated Cadmium Reduction 0.01 mg/L $6.40
Residue, Filterable (TDS) @180C  M160.1 - Gravimelric 10 moil. $7.20
Residue, Non-Filterable (TSS) @10 M160.2 - Gravimetric 5mgiL $7.20
Sulfate M375.3 - Gravimelric 10 mo/L $8.00
CostiSample $548.80
V) P
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